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Gait analysis is relevant to a broad range of clinical applications in areas of orthopedics, neurosurgery, 
rehabilitation and the sports medicine.  There are various methods available for capturing and analyzing the gait 
cycle. Most of gait analysis methods are computationally expensive and difficult to implement outside the 
laboratory environment. Inertial measurement units, IMUs are considered a promising alternative for the future 
of gait analysis. This study reports the results of a systematic validation procedure to validate the foot pitch 
angle measurement captured by an IMU against Vicon Optical Motion Capture System, considered the standard 
method of gait analysis. It represents the first phase of a research project which aims to objectively evaluate the 
ankle function and gait patterns of patients with dorsiflexion weakness (commonly called a “drop foot”) due to a 
L5 lumbar radiculopathy pre- and post-lumbar decompression surgery. The foot pitch angle of 381 gait cycles 
from 19 subjects walking trails on a flat surface have been recorded throughout the course of this study. 
Comparison of results indicates a mean correlation of 99.542% with a standard deviation of 0.834%. The 
maximum root mean square error of the foot pitch angle measured by the IMU compared with the Vicon Optical 
Motion Capture System was 3.738º and the maximum error in the same walking trail between two 
measurements was 9.927º. These results indicate the level of correlation between the two systems. 
 
1 INTRODUCTION 
Gait analysis has received significant interest in orthopedics and rehabilitation applications [1]; it has important 
implications in many clinical settings. The term ‘Gait analysis’ refers to the systematic study of animal 
locomotion [2], specifically the study of human motion, using equipments to measure body movements and the 
activity of the muscles [2]. It involves measurement and analysis of measurable parameters such as absolute and 
relative angles, positions, movement patterns and joints’ range of motion. However, monitoring and measuring 
the human gait characteristics is a sophisticated task and thus, still rarely used for routine clinical evaluation [3].  
There are three major commonly accepted methods available for gait analysis. The first and most common 
method is visual inspection. Second method is goniometric measurements, which is performed by goniometer 
that provides the range of motion in joints. Third is 3-dimensional marker-based optical motion capture 
(MBMOCAP) system which is an optoelectronic gait analysis method using optical motion capture for real-time 
3-dimensional motion analysis [4] and considered as the standard method of movement analysis [5][6]. This 
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system utilizes retro-flective markers that allows visualization of multiple body regions by set of cameras and is 
highly reliable and accurate [5]. 
Current gait analysis methods are subject to various limitations [7]. For instance, relying on visual ability and 
diagnosis via observation of movements always governed by the medical practitioners’ experience and 
judgment, consequently they are inaccurate and subjective[3]. Additionally, goniometer most often used as a 
measure for static and passive movement (i.e. not during walking period). Moreover, MBMOCAP systems are 
usually complex, expensive and laboratory based method which requires software experts to operate the system 
and apply an inverse kinematic (with a complex exoskeletal model) to get joint angles. Thus its usage is 
extraordinarily time consuming and not practical for widespread usage in clinical environments [3]. 
Accurate gait analysis can be done using MBMOCAP, however, there is often a need for gait analysis to be 
accompanied outside of the laboratory environment, because not only in-laboratory walking varies from 
everyday typical walking but also gait laboratories do not lend themselves to portability[3]. 
To overcome these limitations new methodologies have been proposed recently using Inertial Measurement 
Units (IMU) [2]. In the past few years, several researches have used different types of sensors to identify gait 
characteristics and events [8] [9] [10] [11]. These studies applied and evaluated a variety of algorithms and 
sensor attachment locations [12]. For example, angular signals computed from gyroscope attached to the shank 
[8] and in a similar study, gyroscopes used to recognize normal walking from stair climbing [13]. Additionally, 
combinational usage of different sensor types suggested in earlier researches evaluating gait events using 
accelerometer and gyroscope readings for different walking speeds [14]. For example, it has been stated that the 
accuracy of gait evaluation systems increased by using gyroscopes and accelerometers [15]. The application of 
these sensors could expand the understanding of Equinus gait characteristics and also allows for an automatic 
detection of gait events [16]. Equinus defined as congenital deformity of the foot that leads to the walking on the 
toes without the heel contact to the ground. It is also proposed that the usage of gyroscope and accelerometer as 
a compact gait-analysis system, for monitoring daily movements in people with a walking disorder, is 
advantageous in clinical environment [16]. Also these sensor have been widely used in gait-based navigation 
systems [17][18]. 
An IMU consists of accelerometers, gyroscopes and magnetometer sensors in each axis (x, y and z) integrated 
into single unit [19][20].  
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The combination of these three sensors in a single device provides the measurements of angular velocity and 
acceleration in the sensor body frame. These, accompanied by micro-controllers, batteries and wireless 
communication, results in long-term, portable recordings of ambulatory measurements [3].  
The case study of the proposed IMU gait analysis method will be in the field of neurosurgery/spinal surgery. 
One of the key goals of the study is to characterize and objectively document the walking gait cycle of patients 
with foot drop both pre- and post-lumbar spinal surgery. The patients recruited have a specific lumbar spine 
pathology whereby the clinical examination findings and imaging studies indicate a compressive lesion of the 
L5 lumbar nerve root, where possible, the majority of patients have also undertaken confirmatory 
electrophysiological testing. Patients with a foot drop often develop a characteristic gait disturbance. The 
proposed IMU solution offers evaluation of these disturbances. In this specific field the level of accuracy is 
important in assisting specialist in early intervention, quantitative assessment of impairment and indication of 
the next level of treatment, e.g. surgery [19]. Foot drop is commonly identified based on visual inspection and 
regardless of the significance of the gait measurements, currently there is no base-line as the accuracy required 
for foot drop identification. 
The purpose of this study is to validate the gait cycle data accuracy captured by IMU sensors in comparison to a 
MBMOCAP system as the reference. In spite of MBMOCAP’s mentioned disadvantages, it is a proven and 
accepted method with a very high accuracy for the capture and analysis of human gait [5] [21].  
The following section provides details of the experiment, followed by the methodologies that have been used to 
capture and analyze data with IMU and MBMOCAP system. The results of the comparison, conclusion and 
future works documented and discussed. 
2 EXPERIMENTAL DESIGN 
For validation purposes, an experiment was designed to capture the foot pitch angle using IMU and a 
MBMOCAP systems simultaneously during walking cycles of subjects with normal gait. Data have been 
acquired from a group of 19 subjects including 10 male and nine female physically fit, able-bodied, aged 
between 18 to 25 years, with no reported injury or disability. Any subject with lumbar spine, leg or walking 
problem was excluded from this study (the relevant ethics obtained). Fig. 1 indicates the data collection 
configuration for each test. 
Subjects were asked to walk in a straight line with their natural walking style and initiate walking one second 
after the recording started. Both MBMOCAP and IMU data were recorded for two trials per subject. 
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In both systems, data logging were manually triggered independently before the subject start the walking trial. 
However, because of the manual triggering of systems, there might be a short (i.e. less than 2 seconds) offset 
between the systems’ readings. Because the frequency of the human gait cycle is roughly 2Hz, sampling rate of 
both IMU sensors and the MBMOCAP system specified as 100Hz to capture the details of each gait cycle. 
 






The MBMOCAP system utilized in this study is a Vicon 3D system (Fig. 2). This system consist of 18 semi-
infrared camera that tracks infrared reflective markers. The data from these cameras collected by an analogue 
data collector and transferred to a data acquisition computer. It is also possible to record the trails with digital 
video camera for farther review.  
 
Fig. 2.  Vicon 3D Motion Capture system [10] 
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The components of Vicon 3D system are illustrated in Table I [22]. This system is located in the Motion 
Analyses Laboratory (MAL), Curtin University Perth, Australia [22]. The system was calibrated prior to each 
data collection session, to conform to the level of accuracy stated in the system specification [23]. 
Additionally, a cluster of markers placed on a 3d printed T-shaped holder on top of the IMU system (Fig. 1) to 
capture the foot pitch angle. Usually the markers should be placed on anatomical landmarks (malleolus, 
metatarsal etc.) to match the locations of a predefined model which calculates the angles. However, in this 
study, with respect to validation purpose, the cluster of markers must be in direct contact with sensor which 
placed on foot.  
The data from MAL reprocessed using Vicon Nexus software so that the movement can be presented in the 
form of 3D coordinates of the markers at any given time stamp with respect to the origin point. The markers’ 
coordinates during each trail time exported into a comma separated value (CSV) file. 
The desired output from MAL is the angle of the perpendicular vector of the plane that contains A ( ), B 
(  and C ( ), which would be the sensor plane, (Fig. 3) with respect to perpendicular vector to 
the ground surface ( ) (Fig. 4).  
 
 
Fig. 3.  Labeling the reflective markers. (a) Normal view. (b) Vicon Nexus software view 
 
To calculate this angle ( ) using the information provided by MAL (coordinate of A, B and C), firstly , which 
is the sensor plane normal vector, calculated as follows 
       (1) 
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Where  is the vector that connects   and  and is the vector that connects  and , also  represents the 
cross operation of two vectors. If   is the perpendicular vector to the ground surface, the angle between and 
named can be calculated from: 
=         (2) 




Fig. 4. Angle and vectors defined for MAL method. (a) Top view. (b) Right side view 
 
Assuming no-movement within the first 500ms, the average of during this time period was subtracted from 
the rest of the trail to cancel any offset due to the angle between the T-shape holder and the foot.   
Table I : MAL and IMU components 
MAL IMU and Receiver 
Dual Xeon 6-core Data Acquisition 
Computer System 
Arduino Pro mini board with 
Atmega328 
Two Vicon Ultranet MX HD MPU-9250 board 
Vicon Giganet, NRF24L01 
64 Channels of analogue Data 
Collection 
lithium battery 
Vicon Motion Analysis System  
 
As a check for the accuracy of the MAL system, the angle between   and , named , is also calculated. 
This angle should be constant at 90 degrees and its variations demonstrates the accuracy of the MAL system.  
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3.2 IMU 
An in-house designed IMU system has been used in this study as the second method of capturing the gait cycle 
which consist of three main components: a microcontroller, an IMU sensor and a wireless radio; all powered by 
a lithium battery. An Arduino Pro mini board (atmega328) [24] used to collect and timestamp measurements. 
An MPU-9250 board [25] used as the IMU sensor, containing 3-axis accelerometer, 3 axis gyroscope and 3-axis 
magnetometer sensor, as well as 16-bit analog-to-digital converters [25]. An NRF24L01 [26] used as the 
wireless communication unit to transfer the data packages into a PC via serial port and recorded as CSV file 
(Table I).  
Each data package contains a timestamp with millisecond accuracy attached to accelerometer, gyroscope and 
magnetometer measurements in x, y and z axis.   
The IMU system is installed in a 3D printed housing and attached to the right foot of subjects while the sensor’s 
y axis is pointing toward subject’s ankle and z axis is pointing upward (Fig. 1). 
The desired output from IMU system is the angle between ground plane and sensor plane. This have been done 
by using the data from both accelerometer and gyroscope sensors. The accelerometer which used in this study is 
highly sensitive to vibration and reports a significant level of noise even when stationary. Moreover, the 
gyroscope data suffers from drift, (i.e. does not return to zero-rate when rotation stops). Nevertheless, by 
averaging the accelerometer and gyroscope data, a relatively accurate estimate of device orientation can be 
obtained [26]. To address these matters, a filtering and sensor fusion method used which explained in detail at 
[27]. Following is an overview about the sensor fusion method. 
The accelerometer sensors of the IMU report the normal force ( ) applied to the IMU plane in the form of  
 and  . Thus, when the sensor is stationary the output of accelerometer is the gravitational force in 
opposite direction, (Fig. 5). It is assumed the gravitational force is always perpendicular to the ground surface 
[28]. 
The angle of the sensor plane   with respect to perpendicular vector to the ground surface can be calculated 
using the formula: 
            (3) 
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However this estimation can only be used if the total acceleration measured by the accelerometer sensor is less 
than a certain threshold (typically gravitational acceleration plus noise margin). To use accelerometers 
measurements, two conditions were checked: 
First, the stationary condition: 
     (4)  
For each k time stamp. The parameters  and  are selected to accommodate the noise embedded in the 
accelerometer reading and  to be equal to gravitational acceleration g. The typical value for  and  is 
1.40m/s2. 
Second, the angular velocity to be close to zero, which indicates that the foot pitch angle is not changing. This 
condition indicates if foot is stationary and given as: 
      (5) 
Where  is the pitch angular velocity measured at time stamp  and  is selected to accommodate error in gyro 
data (3 deg/s). 
When the conditions (4) and (5) are satisfied, foot pitch angle update is taken from the accelerometer reading 
otherwise integrating the gyroscope reading provides the foot pitch angle  in that specific axis. The average of 
gyroscope reading sampled at time stamps  and ( ) was used to calculate the foot pitch angle output for .  
Similar to , to cancel the offset of IMU readings, the average of during the first 500ms was subtracted from 
the rest of the trail.  
 




4 RESULTS AND DISCUSSION  
In this section the outcome from both methods of IMU and MAL illustrated and discussed. 
Maximum, minimum and standard deviation of , which are measures for the accuracy of MAL system, 
calculated as 90.014º, 88.014º and 0.373º, respectively. 
The  and for one of the subjects during the second trial indicated in Fig. 6 and Fig. 7, respectively. 
In Fig. 6, areas that are labeled “Gyro” and “Acc” indicates if the foot pitch angle is calculated using gyroscope 
or accelerometer, respectively.  
 
Fig. 6.   vs. time for the second trial of the first subject, captured by IMU 
 
Fig. 7. vs. time for the second trial of the first subject, captured by MAL 
To solve the misalignment caused by manual triggering, an offset has been applied to both signals based on the 
first peek of the signals (Fig. 8). Using the aligned angles, the level of similarity between them have been 
compared by three indices: error, RMSE and correlation. 
 
11 
Table II: Maximum and minimum error, correlation and RMSE of  and  for male subjects 
 
 
Table III: Maximum and minimum error, correlation and RMSE of  and  for male subjects 
 
 
The error between two signals at any given time, t, illustrated in Fig. 9 and calculated as follows: 
        (6) 
 
Fig. 8.   and aligned for the second trial of first subject. 
The minimum and maximum error of all trials for each subject represented in fourth and fifth columns of Table 





RMSE (°) ERROR(°) 
 
    MIN            MAX 
1 0.9898 2.6042 -8.529 6.284 
2 0.9865 2.783 -7.937 9.415 
3 0.9789 2.923 -9.655 8.137 
4 0.9763 3.019 -8.541 6.922 
5 0.9926 1.974 -4.293 6.752 
6 0.9743 3.188 -7.526 8.893 
7 0.9954 1.812 -4.184 5.434 
8 0.9877 2.602 -6.002 7.159 
9 0.9890 2.754 -5.513 5.126 
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Fig. 9.  Error between  and for the second trial of first subject. 
The correlation coefficient of  and   indicates their linear dependency. If each angle has N scalar observation 
this measure defined as: 
              (7) 
Where ,  and are the mean and standard deviation of   and  respectively. The average correlation 
coefficient of   and for all trials of each subject have been provided in the first column of Table II and Table 
III. Fig. 10 illustrates the correlation between   and  signals of the second trial of subject-1 versus time lag (in 
millisecond). As an example it indicates that with -160ms lag the correlation is maximum between the two 
signals.  
Also RMSE indicates the root-mean-square level of the error between two signals over the time of the 








              (8) 
The average of RMSE for each subject represented in third column of Table II and Table III. 
Additionally the standard deviation of the correlation coefficients measured for males group is 0.773 % and for 
females group is 0.851% and for all of the subjects is 0. 828%. 
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Fig. 10.  Correlation between   and  vs. time lag for the second trial of first subject. 
 
The Table II and Table III are representing the measures mentioned above for each female and male subject 
respectively. The following section discuss the comparison between the two signals.  
For the two angles,  and , obtained using two different methods IMU and MAL, the amount of RMSE is 
relatively low. That indicates the level of similarity between the results of the two system. The maximum value 
of RMSE among all of the samples in this study is 3.738º and the minimum RMSE value is 1.589º 
Also the correlation coefficient of max 99.542% and min 96.891% indicates the similar trend of both signals 
during each gait cycle which is also visible in Fig. 9. Moreover,  and  illustrating minor differences during 
the stand phase of the gait cycle which is caused by the vibration at the contact of the foot and ground. Although 
the vibration is the same for both systems, it has different effect regarding the accuracy of    and , which is 
the effect of low pass filter applied on . Moreover, the standard deviation of 0.834% represents that the 
experiment was repeatable among all trails. 
As mentioned in the introduction section, the current clinical method to measure foot pitch angle is not accurate 





During this study the results of foot pitch angle measurements from two different gait analysis methods have 
been compared and validated through three different measures, which are correlation, RMSE and error. The 
outcome illustrated the level of similarity between the angle measurements from these two methods. Based on 
the validation results obtained, IMU device is reliable enough to be used in gait analysis applications that 
require accuracy and portability. 
Resulting from the initial study, future improvements to the system were identified. For example, it is desirable 
to provide visualization feature to the current IMU system. This can be done by adding two digital cameras 
capturing video in two directions and synchronizing the videos with IMU measurements. Moreover, a user 
friendly software interface can potentially improve the usability of the system which will ideally get used by 
medical practitioners and physiotherapists.  
Summation, this experiment has shown that the use of IMUs is a possible solution to the issues encountered 
with MBMOCAP systems such as the lack of portability and expense by providing a portable low cost 
alternative with a minimal sacrifice in accuracy. 
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